Abstract. Time interval (TI) is one of the basic quantities. Its measurement is not included only in the activities running in the time and frequency metrology but also included in the measurement of many other quantities that depend on time interval measurement (TIM). This means that improving the accuracy and reducing the measurement uncertainty of TI will reflect also on improving the accuracy and reducing the measurement uncertainty of many other quantities. To do that, we need to decrease or eliminate the effect of the dominant factors that degrade the quality of TIM. One of the major contributors to the measurement uncertainty of TI is the internal error of the time interval counter (TIC) used in the measurement. In this paper we introduce a methodology with which we can estimate precisely the internal error of the counter and eliminate its effect.
Introduction
Measuring the TI with a reduced uncertainty has a special importance in the field of time and frequency metrology. Building time scales, the calibration of the time transfer systems, and cable delay measurement are essential activities that are running continuously and routinely in the time and frequency laboratories. These activities depend mainly on TIM. In 2003, the Technical Committee of the Time and Frequency (TC-TF) of the European Association of National Metrology (EURAMET) coordinated an inter-laboratory comparison (TF.TI-K1) in order to support the Calibration Measurement Capabilities (CMC) of TIM. In this comparison the delay of a coaxial cable was measured by metrology laboratories of 25 countries as a direct application for TIM. The results of this comparison were not satisfied for the participants due to considerable differences between the participating laboratories [1] . So, EURAMET agreed in 2013 to hold a Time Interval Comparison Pilot Study to have a deeper understanding of the TIM [2] .
One of the main likely causes for these differences is the considerable difference between the actual internal error of the counter and the range stated in the counter's manual. Actually, each lab was using the value of the internal error that is stated in the manual. The protocol did not mention a method to measure the actual internal error of the counter before starting the TIM. In the following sections we introduce a methodology with which we can estimate precisely the internal error of the counter in the laboratory.
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In general, to reduce the uncertainty of TIM all the error sources having a higher contribution to the uncertainty should be studied and minimized. It is known that there are two categories of errors that cause the uncertainty of TIM; the random errors and the systematic errors. Although many of the sources of the random errors can be avoided but their final effect cannot be eliminated at all. On the other hand the sources of the systematic errors cannot be avoided but their effect can be eliminated by calibration. There are three main contributors to the systematic error; the time base error, the trigger level timing error, and the inherent or internal error of the time interval counter (TIC) counter. The effect of both the time base error and the trigger level timing error on degrading the measurement accuracy and uncertainty is insignificant if it was compared to the effect of the internal error of the counter [3, 4] . The source of the internal error of the counter is the asymmetry in the electronics; which cannot be avoided [5] [6] [7] . This type of error in the TIC can degrade significantly the measurement accuracy and uncertainty. So if the value of this internal error is estimated accurately, we can almost eliminate its effect and improve the measurement accuracy and uncertainty.
In this paper, it is proved that the value of the internal error of any TIC is dependent on the type of the TIC, the shape of the signal being measured, the trigger level, and the trigger slope. Also a new technique is proposed for estimating precisely the value of this internal error in the lab. Then, we can almost eliminate the effect of this major contributor to the uncertainty by adding/subtracting its estimated value to/from the measured TI. Finally an example is introduced in order to show a method allowing to improve TI measurements.
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Sources of uncertainty in time interval counters
Measuring the TI with the least uncertainty is a source of competition between the National Metrology Institutes (NMIs) when they state their CMCs on the Key Comparison Database (KCDB) of the Bureau International des Poids et Mesures (BIPM) [8] . So researchers and manufacturers are continuously searching for new methods and techniques for improving the accuracy and reducing the uncertainty of TIM [9] [10] [11] [12] [13] [14] [15] . To reduce the measurement uncertainty all the error sources have to be defined and investigated very well, especially those having the highest contributions. Figure 1 shows the different sources of errors that affect the measurement accuracy and uncertainty of TIM. Figure 2 shows the effect of the Random errors represented in "Case 1" and the effect of the Systematic Errors represented in "Case 2". The effect of the Systematic Errors on the measurement accuracy are more significant than the Random Errors. At the time the Systematic Errors are identified as the highest contributors that degrade the measurement accuracy and uncertainty; their effect can be cancelled out by calibration. There are three types of systematic errors; the time base error, the trigger level timing error, and the error due to an internal lead/lag in the counter. The error inherent in the counter is called "the internal error of the counter" or simply "the differential channel delay". The contribution of the time base error can be neglected if we used an external time base derived from a highly accurate frequency source (for example, Cesium based frequency source (accurate to parts in 10 −13 ) or Hydrogen Maser based frequency source (accurate to parts in 10 −15 )). The value of the trigger level timing error is directly proportional to the trigger level and inversely proportional to the slew rate of the signal being measured. So, it is a common practice to use high slew rate signals for TIM to minimize this type of error. On the other hand the error due to the internal error in the counter is an inherent property of the counter that cannot be reduced or controlled. Moreover the value of this internal error may change with time due to the aging of the internal circuitry. Some manufacturers put a ceiling for this internal error for each counte's type. For example, Stanford Research Systems had identified the ceiling of the internal error of their SR620 Time Interval counters to be ±0.5 ns. For the time being, it is a common practice for the users in the time and frequency labs to use this range. Actually, if you are searching for a higher accuracy and less uncertainty you should estimate both the actual value and sign of the internal error. This will be shown in details in the following sections.
Measuring the internal error of the TI
To estimate the internal error of the TIC, we have to use it in measuring a zero TI. Figure 3 shows a proposed setup to measure a zero TI (with Δ = 0). In this setup we used a signal having the following specifications: a high slew rate, rise time of 5.1 ns, 1 V peak-to-peak (0.5 V to -0.5 V), and pulsed signal of 1 MHz. This signal was routed to the two channels of the TIC using a 50 Ω splitter and two cables of equal length. The 1 MHz signal was generated using a function generator its time base was connected to 5 MHz Hydrogen Maser frequency source. A software program was written (using Labview from National Instruments) to control the TIC and acquire the measurement results. All the possible trigger levels were tried/scanned starting from 0.4 V to -0.4 V in a step of 0.05 V. This test was repeated for both the rising and falling edges of the 1 MHz signal. Moreover to test the effect of changing the signal accuracy and the signal shape on the measured error, the same test was repeated twice. The first time using 1 MHz pulsed signal that is based on the internal oscillator of the function generator; which has an accuracy of 2 × 10 −6 Hz/Hz. The second time using a pulse per second (PPS) signal based on UTC (PTB); which is a Hydrogen Maser based signal [17] . To check the reproducibility, all these tests were repeated using three TICs having the same type (SR 620 from Stanford Research Systems). By the way, SR620 TIC is one of the highly accurate TICs in the world and it is used in most of the time and frequency labs in the NMIs. So, many of the investigations on TIM are usually done using this type [18, 19] . Figure 4 shows the measured internal delay of three different TICs using different signals. It is clear that the internal error of the TIC depends significantly on the signal shape, the triggering slope, and the trigger level. On the other hand, it does not depend significantly on the signal accuracy. Figure 4a shows that the measured internal error using two signals (the upper two curves (×, )) of the same shape, same triggering slope, and different stability is almost the same. When we changed the triggering slope for the same two signals (the lower two curves ( , )), we get a different value for the internal error. On the other side, when we used a very stable signal with a different shape (PPS), we get a different behaviour for the internal error.
To assure the previous results, in the next section the effect of the asymmetry in the TIC' channels, the 50 Ω splitter' channels, and the cables is investigated.
Investigation of the different sources of asymmetry
As shown in Figure 5 , three different schemes were used to check the effect of the asymmetry that may arises from different sources on the previous results. The previous tests
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were repeated three times using 1 MHz pulsed signal coming from Hydrogen Maser frequency source. The difference between the measured TI using scheme 1 and scheme 2 gives the effect of the asymmetry in the TIC' channels. The difference between the TI measured using scheme 2 and scheme 3 gives the effect of the asymmetry in the splitter' channels. Finally, the difference between the measured TI using scheme 1 and scheme 3 gives the asymmetry in the cables. Figure 6 shows the recorded measurements for the three counters using a triggering at both the positive and negative slopes. It is clear that the effect of the asymmetry in the splitter' channel is almost zero (the lowest two curves ( , * ) in Fig. 6 ). Also the detected asymmetry effect in both the TIC's channels and the cables is in the picosecond range (very small).
Note: All the asymmetry effects for TIC# 2 are shifted slightly upward by about 5 ps. This can be explained by an internal offset in the trigger level adjustment of this counter.
How to cancel out the effect of the internal error of the TIC
To cancel out the effect of the precisely estimated internal error of the TIC, follow the following procedure:
(1) Before starting the TI measurement, use the schematic shown in Figure 3 (with Δ = 0) in estimating the actual internal error of the counter using the same signal that is used in measuring the TI. Use the same measurement parameters that are used in measuring the TI. For example, use the same state for Averaging, Synchronization, Triggering Slope, and Triggering Level. By that way, we can precisely estimate the actual internal error of the TIC with the correct sign and cancel its effect.
As an application for this procedure, a 1 μs standard TI was measured using SR 620 TIC (TIC#1). The schematic shown in Figure 3 was used in measuring this TI with Δ = 8.4 ns. The source of this 1 μs TI was the complete cycle of a 1 MHz high slew rate pulsed signal coming from a Hydrogen Maser frequency source. This signal is the same that was used in determining the internal error of the counter. The two channels of the counter were adjusted to the same triggering slope. Two cables of different length were used to make one channel starts at a certain rising edge while the second channel stops at the next rising edge. The measurement parameters are:
• Averaging of 1000 (N = 1000).
• Synchronized gate (external gating signal that was derived from the counter's timebase).
• The peak-to-peak of the 1 MHz after the splitter is 1 V (0.5 V: -0.5 V) • An external HM based on time base of 5 MHz was connected to the TIC.
To cancel out the effect of the estimated internal error, we have to subtract the value that was recorded using the same signal at the same trigger level and trigger slope from the measured TI. Also the difference in the cables length should be added to each measured TI. Figure 7 shows that when we compensate for the estimated internal error of the TIC, we get more accurate results. For sure, the uncertainty is significantly decreased due to eliminating the effect of this major factor. For example, at 0 V trigger level, it is shown that the value of the measured TI is 999.696 ns while after subtracting the internal error the value is 1000.084 ns.
Conclusion
Measuring the TI with the highest accuracy and least uncertainty is a main requirement in many applications that are running in the time and frequency laboratories. The internal error in the TIC used in the measurement is one of the significant factors that degrade the accuracy and measurement uncertainty. It was a common practice in the time and frequency labs to use the range given by the manufacturer in the uncertainty budget for this type of error. In general, the range given by the manufacturer is not wrong but is not accurate. In this paper a technique was proposed for estimating accurately the internal error of the counter. It was proved that this error depends on the shape of the signal being measured, the trigger level, and the trigger slope. Knowing precisely the value of this error enables us from completely eliminating its effect and enhancing the accuracy and reducing the measurement uncertainty of TI.
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